INTRODUCTION
============

Bioabsorbable plates and screws are commonly used for bony fixation in various surgical fields including face \[[@b1-acfs-2018-00038]-[@b6-acfs-2018-00038]\] and hand \[[@b7-acfs-2018-00038],[@b8-acfs-2018-00038]\]. In addition to having characteristics of biological degradation and tissue-compatibility, they have reliable advantages over metal implants such as radiolucency, magnetic resonance imaging compatibility and limiting stress shielding \[[@b7-acfs-2018-00038]\]. However, these materials have some disadvantages of low strength, rapid loss of initial strength and relatively high refracture rate \[[@b8-acfs-2018-00038]\] compared to metal implants. When first generation of bioabsorbable implants consisting mainly of polyglycolic acid were introduced, they had weak mechanical properties and fast degradation rates. Therefore, the stronger implant composed of trimethylene carbonate, L-lactide, and D,L-lactide has been developed to provide improved bony stability after fixation \[[@b7-acfs-2018-00038]-[@b11-acfs-2018-00038]\].

However, there is another problem that is easy to overlook; lateoccurring reaction such as delayed foreign body reaction or delayed sterile abscess. Previous studies reported that this complication has been mainly noted in shallow regions covered with soft tissue over the plate, such as frontozygomatic suture, orbital rim \[[@b1-acfs-2018-00038]-[@b3-acfs-2018-00038]\], and metacarpal bone \[[@b7-acfs-2018-00038],[@b8-acfs-2018-00038]\]. We report a case of delayed sterile abscess associated with bioabsorbable plates and screws at postoperative 11 month and remind that plastic surgeons should consider this complication prior to using bioabsorbable materials.

CASE REPORT
===========

A 39-year-old male had a left zygomaticomaxillary complex fracture. He was treated with bioabsorbable plates and screws (Resorb-x; KLS-Martin, Jacksonville, FL, USA) on the frontozygomatic suture, orbital floor, infraorbital rim, and anterior wall of the maxilla. Resorb-x is a copolymer of poly-DL-lactic acid. It is 1.0 mm thick and easy to apply because it changes smoothly when reacted to warm water. Furthermore, it is known to maintain mechanical stability over 10 weeks, and continues to absorb at least for 72 weeks after implantation \[[@b12-acfs-2018-00038]\].

Although the follow-up was uneventful until 11 months postoperatively, the patient visited us with severe painless swelling, which arose 2 months ago abruptly on the previous operation site, left lateral eyebrow region. Physical examination showed 2×2 cm sized swelling of the soft tissue without tenderness ([Fig. 1](#f1-acfs-2018-00038){ref-type="fig"}). Under local anesthesia, an incision was made on the previous surgical site for exploration. A mass and milky pus-like discharge were drained out with scattered white degraded materials ([Fig. 2](#f2-acfs-2018-00038){ref-type="fig"}). We removed all the unusual tissues and fluids with copious irrigation. The largest white material was 0.3 cm, gray to white, relatively solid and fibrotic. The tissue biopsy for the mass revealed foreign body granuloma ([Fig. 3](#f3-acfs-2018-00038){ref-type="fig"}) and wound culture demonstrated no bacterial growth. Just 6 days later, the patient revisited us for the recurred swelling of left lower eyelid, which was the previous surgical site. We approached the lesion under local anesthesia. Suspicious remnants of degraded plates and screws as well as pus-like discharge were detected grossly.

Despite of two explorations, painless local swelling was still persisted on the left lateral eyebrow and lower eyelid region for 10 days ([Fig. 4](#f4-acfs-2018-00038){ref-type="fig"}). Therefore, we decided to perform en-bloc resection of the lesion under general anesthesia. Pus-like discharge, whitish granuloma-like mass and remnants of degraded plates were found deeply around the periosteum. The masses were measured 1.5×1.5 cm on frontozygomatic suture lesion and 1.5×1.0 cm on infraorbital rim lesion ([Fig. 5](#f5-acfs-2018-00038){ref-type="fig"}). We also performed exploration of anterior wall of the maxilla through the previous gingivobuccal incision site to detect any possible simultaneous problems. However, there was no specific finding except clean whitish granuloma-like mass around the previous fixation site of bioabsorbable plate on the maxilla. All the specimens were sent for biopsy and revealed foreign body granuloma as well. After the en-bloc excision of all the lesions, the patient recovered completely with subsided signs and symptoms at 6 months postoperatively ([Fig. 6](#f6-acfs-2018-00038){ref-type="fig"}).

DISCUSSION
==========

Various bioabsorbable materials have been developed to overcome the disadvantages of metal implants such as visibility on radiography, palpability, bone erosion, growth restriction, thermal sensitivity, and the need for removal. Their efficacy and clinical utility have been increasingly reported in the field of hand \[[@b7-acfs-2018-00038],[@b8-acfs-2018-00038]\], maxillofacial skeleton surgery although it is still controversial for use in the mandibular fixation \[[@b1-acfs-2018-00038],[@b2-acfs-2018-00038]\]. However, concerns about potential delayed adverse reactions, especially foreign body reaction, have been still raised .

Ideally, bioabsorbable implant should provide a firm fixation in the initial bone healing phase and should be degraded after complete osteosynthesis without any complications. However, there have been some reports associated with unavoidable secondary surgery due to delayed adverse effect even after successful operation. Several studies reported the cases of delayed foreign body reaction to bioabsorbable implants in metacarpal bone fracture \[[@b7-acfs-2018-00038],[@b8-acfs-2018-00038]\].

Furthermore, there have been other reports of complications due to inadequate degradation after maxillofacial surgery associated with bioabsorbable materials. Jeon et al. \[[@b1-acfs-2018-00038]\] recently reported eight cases of frontozygomatic suture and infraorbital rim fracture treated with bioabsorbable plates presenting delayed foreign body reaction. They reported that if the plate is larger and thicker, the occurrence rate of delayed foreign body reaction tends to increase.

Bioabsorbable material inside the body might induce a substance-dependent inflammatory reaction such as foreign body reaction. This reaction is divided into five steps: protein adsorption, acute and chronic inflammation, foreign body giant cell formation and fibrosis \[[@b13-acfs-2018-00038]\]. When the bioabsorbable polymeric material reaches the final stage of the degradation process, it is known to elicit a local foreign body reaction. Macrophages play an important role in this process, and the large polynucleated cells are formed due to macrophage fusion \[[@b13-acfs-2018-00038],[@b14-acfs-2018-00038]\]. Although the symptoms of this response mostly pass unnoticed, foreign body reaction such as delayed sterile abscess could rarely occur \[[@b9-acfs-2018-00038]\].

Multiple factors are believed to affect the secondary surgery for removal of the bioabsorbable implants. Chemical components, size and shape of bioabsorbable plates are known to be associated with the occurrence of delayed foreign body reaction \[[@b9-acfs-2018-00038],[@b10-acfs-2018-00038]\]. In the present study, we suggest that the thickness of soft tissue above the bioabsorbable implant might be another important factor related to the adverse reaction. As the thickness of soft tissue is increased, the less intensity of the stimulus reaches the implant. Then, the degradation process of implant is not disturbed and the possibility of complication will decrease. There have been case reports of this reaction occurring at superficial layer such as frontozygomatic suture and inferior orbital rim fracture \[[@b1-acfs-2018-00038],[@b2-acfs-2018-00038],[@b15-acfs-2018-00038]\] and metacarpal bone fracture \[[@b7-acfs-2018-00038],[@b8-acfs-2018-00038]\]. However, in deep layer such as fracture of anterior wall of maxillary sinus, there have been no reports of delayed foreign body reaction caused by bioabsorbable plates until now. In the same manner, in our case, the delayed sterile abscess occurred in the frontozygomatic suture and the inferior orbital rim region.

Plate degradation properties and rates vary with the nature of the bioabsorbable plates, such as implant volume and chemical composition. It is highly suggestive that external stimulation, which is reduced by the soft tissue above the implant, might affect the degradation process. Inappropriate degradation can cause a delayed foreign body reaction leading to second exploratory operation. Although most bioabsorbable implants are completely degraded in 2--4 years postoperatively \[[@b1-acfs-2018-00038]\], it is necessary to consider delayed complications when using this material, and plastic surgeons should notice patients about this probable complication before surgery.
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![Postoperative photograph on left lateral eyebrow region in 11 months after open reduction and internal fixation with bioabsorbable plates and screws.](acfs-2018-00038f1){#f1-acfs-2018-00038}

![Intraoperative photograph on left lateral eyebrow region. A mass and milky pus-like discharge were observed with scattered white degraded materials.](acfs-2018-00038f2){#f2-acfs-2018-00038}

![(A) Specimens from left lateral eyebrow region. The largest white material was relatively solid and fibrotic and measured 0.3 cm. (B) Foreign body granulomas. Each granuloma consists of a central empty space and surrounding inflammatory cells. The inflammatory cells consist of epithelioid histiocytes and multinucleated giant cells (arrows). There are dense lymphocytes and some eosinophils between granulomas (H&E, ×100).](acfs-2018-00038f3){#f3-acfs-2018-00038}

![Preoperative photograph of left periorbital region before enbloc resection of the lesion under general anesthesia.](acfs-2018-00038f4){#f4-acfs-2018-00038}

![Specimens from frontozygomatic suture (A) and left inferior orbital wall (B).](acfs-2018-00038f5){#f5-acfs-2018-00038}

![Postoperative photograph on left lateral eyebrow and periorbital region at 6 months after en-bloc resection of the lesion under general anesthesia.](acfs-2018-00038f6){#f6-acfs-2018-00038}
